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Introduction
The healthcare sector is nowadays
one of the most dynamic sectors where
the novelty is a strategic and
operational imperative. The possibility
of increasing the quantity and quality
of clinical analysis, performed with
instantaneous results and outside the
clinical laboratories, contributes to a
better quality in the healthcare services
and to a better efficiency in the clinical
and administrative processes [1]. This
possibility can be achieved with the
presented lab-on-a-chip for
spectrophotometric analysis of
biological fluids. It allows the selective
measurement of the concentration of
several biomolecules in biological
fluids, with instantaneous results, at
any location, with small quantities of
reagents and samples and with low-
cost. That measurement is based on
colorimetric detection by the optical
absorption in a part of the visible
spectrum defined by the reaction of the
specific biomolecule with a specific
reagent. The device comprises a highly
efficient and selective optical filtering
and colorimetric detection system. This
system allows the measurement with a
regular white light illumination, thus
avoiding the use of complex and
expensive analysis systems like the ones
that comprise spectrophotometers, for
example. This feature highly facilitates
portability and ensures analysis within
consultation time, at a patient house
(allowing a first trial) and in clinical
laboratories or hospitals. Despite its
small dimensions, low energy
consumption and the use of small
quantities of reagents and samples, it
has the same reliability and precision of
the biological fluids analysis systems by
spectrophotometry available,
nowadays, in clinical laboratory
analyses. 
Lab-on-a-chip Operation
The lab-on-a-chip operation (see
Fig. 1) is based on topside illumination
with a white light beam that is
transmitted through the microchannels
containing the samples to analyze. The
impinging light is filtered, by the
optical filters, to a narrow spectral
band centered at the wavelength for
which the colored mixture has its
absorption maximum. 
The intensity of the selected
spectral component transmitted
through the fluid is measured using
underlying photodetectors. This optical
intensity is proportional to the
biomolecule concentration. 
A light-to-frequency converter is
integrated with the photodetectors to
convert the analog signal into a digital
signal. This digital value is then
collected by a microcontroller, which
makes the calculations, based on
Lambert-Beer’s law, to obtain the
biomolecule concentration that is
being analyzed, and, provides a
standardized output format for higher
computer levels too.
Lab-on-a-chip Design 
and Fabrication
The lab-on-a-chip combines in a
multichip module the microfluidic
system, the optical filtering system and
the detection and readout system. The
microfluidic system contains the
microchannels and the detection
chambers. The main channel is 500µm,
70 mm long and 500µm deep, with a
liquid volume quantity of 20 µl. Each
detection chamber is 2 mm wide, 3 mm
long and 500 µm deep. The high depth
is crucial for the optical absorption
measurements [2]. Three detection
chambers are needed. The first, to
obtain the baseline reference and to
calibrate the light source. The second,
for the colored mixture analysis. The
third, to calibrate the biomolecule
concentration (with a well-known
concentration standard) and also to
compensate the white light oscillations.
The microchannels are fabricated in SU-
8 photoresist (Fig. 2). Therefore, they
have a deep rectangular vertical
profile, which is suitable for optical
absorption measurement. Moreover,
the SU-8 based fabrication is a low-cost
Analytes ∝(abs max) Linear conc. Slope (a. u.) Intercept Correlation
(measured ( nm) range (mg/dl) dl/mg (a.u.) coefficient
conc. range (R2)
(mg/dl))
Uric acid 
(0-120) 495 0 – 30 (1.9 ± 0.4)x10-3 (3 ± 2)x10-3 0.98016
Total protein 592 0 – 100 (1.9 ± 0.2)x10-4 (-0.5 ± 2)x10-4 0.99665
(0-100)
Table 1. Result of linear fit from absorbance calibration plot measured using a white
light as light source (a 200 W halogen lamp).
Fig. 1. Artist impression of the lab-on-a-chip structure.
 
INDUSTRY SPOTLIGHTS
Laboratory Analyzers & Equipment
äGÈàıGh pi«∏ëàdG äGqó©e
18 ARAB HEALTH WORLD (AHW) May-June 2006 / Vol. XX Issue 3 Visit us at: www.ahwmag.net
REFER TO RIN22 ON PAGE 74
™aôH ájôjô°ùdG äÉ°UƒëØdG ‘ á«ªµdGh á«YƒædG Ú°ù– á«fÉµeEG ºgÉ°ùJh .piª©∏d á«é«JGÎ°SEG IQhô°V ƒg ójóéàdG å«M ká«µ«eÉæjO äÉYÉ£≤dG ÌcCG øe kÉ«dÉM áë°üdÉH ájÉæ©dG ´É£b Èà©j
≈∏Y-ÈàıG ΩÉ¶æH á«fÉµeE’G √òg piãªàJ .á«µ«æ«∏µdG äÉ«∏ª©dG ‘ pi°†aCG á«dÉ©a ÚeCÉJh áë°üdÉH ájÉæ©dG äÉeóN iƒà°ùe- ábÉbQ (Lab-on-a-chip)piFGƒ°ù∏d »Ø«£dG AGƒ°†ŸG Ö°ùM pi«∏ëàd
∞jQÉ°üÃh äÉæ«©dGh ∞°ûµdG äÓYÉØe øe IÒ¨°U äÉ«ªc ∫Éª©à°SÉHh ¿Éµe …CG ‘ ájQƒa èFÉàf ™e piFGƒ°ùdG √òg øe ájƒ«◊G äÉÄjõ÷G õ«cÎd ÉjQÉ«àNG kÉ°SÉ«b ΩÉ¶ædG Gòg øeDƒj .ájƒ«◊G
ádBG …ƒ– OóÙG piYÉØŸG ™e áÄjõ÷G piYÉØJ √Oóëj .»FôŸG ∞«£dG øe º°ùb ‘ …ô°üÑdG ¢UÉ°üàe’G Ö°ùM Êƒ∏dG ∞°ûµdG ≈∏Y ¢SÉ«≤dG Ωƒ≤j á°†Øîæe Lab-on-a-chipÊƒd ∞°ûc ΩÉ¶f
.øªãdG á¶gÉÑdGh Ió≤©ŸG pi«∏ëàdG ä’BG ∫Éª©à°SG ‹ÉàdÉH Öæé«a ájOÉY ¢†«HCG Qƒf IAÉ°VEG ™e ¢SÉ«≤dÉH ΩÉ¶ædG Gòg íª°ùj .á«dÉY á«dÉ©a äGP Ú«FÉ≤àfG …ô°üH í«°TôJh
 ΩÉ¶f øeDƒj äÓYÉØŸG øe IÒ¨°U äÉ«ªµd ¬dÉª©à°SGh ábÉ£∏d ¬cÓ¡à°SG ádÉÄ°Vh ¬ªéM ô¨°U øe ºZôdÉHLab-on-a-chipä’BG øe …CÉc á«Lƒdƒ«ÑdG piFGƒ°ùdG pi«∏– ‘ ábódGh á«∏YÉØdG
 .äGÈàıG ‘ á∏ª©à°ùŸG »Ø«£dG AGƒ°†ŸG
Acknowledgments
Support for this research was provided by
the Portuguese Foundation of Science and
Technology (project SFRH/BD/1281/2000), by
the R&D Centre Algoritmi and the
Engineering School of University of Minho
(program IN2TEC).
References
[1] P. Connolly, Biosensors &
Bioelectronics, 1995, 10, 1-6. 
[2] G. Minas, R. F. Wolffenbuttel, J. H.
Correia, Lab Chip, 2005, 5, 1303-1309.
[3]
http://www.microchem.com/products/su_eight
.htm
[4] G. Minas, R. F. Wolffenbuttel, J. H.
Correia, J. Opt. A: pure and applied optics,
2006, 8, 272-278. 
[5] Biochemical and organic reagents,
2002, Sigma-Aldrich. 
1-G. Minas and J. H. Correia, University of
Minho, Dept. of Industrial Electronics, Campus
de Azurém, 
E-mail: gminas@dei.uminho.pt, 
higino.correia@dei.uminho.pt
2- R. F. Wolffenbuttel, Delft University of
Technology, Fac. EEMCS, Dept. ME,  The
Netherlands
E-mail: r.f.wolffenbuttel@ewi.tudelft.nl
process, UV lithography semiconductor
compatible and does not require
expensive masks, a regular
transparency foil, like the one used in
printed circuit boards, is enough [3]. In
addition, the microfluidic system can be
a disposable die, which minimizes the
cost associated with cleaning and
avoids the contamination between
analyses.
The optical filters are based on
highly selective Fabry-Perot thin-films
optical resonators fabricated using a
stack of dielectric layers (TiO2 and
SiO2). These films are deposited on top
of the detection chambers by Ion Beam
Deposition. They are designed to yield
a narrow passband around the
wavelength for which the colored
mixture has its absorption maximum.
This characteristic enables the selective
measurement of the light intensity, at
the desired wavelength, transmitted
through the mixture. Rather than just
one optical filter, a 16 optical filter
array has been developed. The
complete 4 x 4 array allows
quantifying the concentration of 16
different biomolecules with the same
device. Each optical filter has an active
area of 200 x 200 µm2 and is sensitive
in a single wavelength, with a FWHM
less than 6 nm and with a peak
intensity higher than 86%. The 16
optical filters array fabrication requires
only 4 masks, used with different
deposition time. They have been
designed for analyzing the following
biomolecules: 17-ketosteroids, chlorine,
uric acid, cholesterol, glucose,
magnesium, creatinine, urea,
hemoglobin, ß-glucuronidase,
bilirubin, leucine aminopeptidase,
calcium, oxalate, total protein and
albumin, with absorption maximums
between 480 nm and 600 nm, spaced 8
nm. However, other biomolecules with
absorption maximums at other
wavelengths can be analyzed by
adjusting the thickness of only one of
the dielectric layers, without affecting
the lab-on-a-chip layout [4]. 
The photodetectors array are placed
underneath the detection chambers
and aligned with the optical filters
array. They are n+/p-epilayer junction
photodiodes fabricated in a CMOS
process. They convert the light intensity
that is transmitted through the colored
mixture into a photocurrent. Its
readout electronics consists of a light-
to-frequency converter, integrated
with them in the same fabrication
process [2]. The filtering and the
detection system are the same for
several analyses of the 16 biomolecules.
Experimental Results
After testing that the use of small
quantities of samples remains
compatible with the prescribed
procedures that are described in the
reagent protocol, which are based on 3
ml of sample volume, proper operation
of the lab-on-a-chip is confirmed using
a set of experiments that involve the
quantitative measurement of uric acid
and total protein in urine. 
The complete and homogeneous
mixing of the urine sample with the
specific reagent for the quantitative
measurement of the biomolecule
concentration was performed in about
40 seconds.
The reagents used are from Sigma-
Aldrich [5]. They react with a sample of
urine in a 50:1 ratio. Measurements
were performed comprising the range
of normal and typical abnormal
biomolecules concentration values in a
human being.
The obtained results (Table 1) allow
the following conclusions: (1) with
correlation coefficients above 0.980 the
method presents a linear behavior for
the concentration range described in
the table (for higher concentrations the
sample should be diluted and re-
assayed multiplying the result by the
dilute factor); (2) the intensity of the
color produced by the mixture is
directly proportional to the
biomolecule concentration, once it
obeys to Lambert-Beer’s law; (3) the
uric acid and the total protein
absorption spectra show a maximum
peak at the wavelength  µ= 495 nm and
µ= 592 nm, respectively; (4) the
reproducibility mean coefficient
variation of 10 replicate analyses for
each concentration were less than 10%;
(5) the minimum detection of the lab-
on-a-chip is 0.5 mg/dl and the achieved
sensitivity is 5 mg/dl for both analytes,
which corresponds to a relative
resolution of 3.3%, enough for human
being urine values.
The results confirm the direct
proportionality between intensity of
the color produced by the mixture and
the biomolecule concentration. They
agree with macroscopic measurements
performed with well known uric acid
and total protein standards and using
state-of-the-art laboratory equipment.
In conclusion, the same performance,
precision, reliability and sensibility of
the analysis performed, nowadays, in
clinical analysis laboratories were
obtained. g
Fig. 2. A photograph of the complete
lab-on-a-chip. The microfluidic system is
glued to the CMOS chip.
